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Effect of fiber reinforcement on impact strength of heat 
polymerized polymethyl methacrylate denture base 
resin: in vitro study and SEM analysis 
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PURPOSE. The aim of this in-vltro investigation was to describe the effect of reinforcement with different fibers on impact strength of heat poly- 
merized polymethyl methacrylate (PMMA) denture base resin and to analyze the effect of surface treatment of the fibers on the impact strength. 
MATERIALS AND METHODS. The specimens were fabricated from the dies formed as per standard ASTM D4812. 2% by weight of glass, 
polyethylene and polypropylene fibers were incorporated in the PMMA resin. The Izod impact testing was performed on the unnotched spec- 
imens and the values obtained were analyzed using appropriate one way ANOVA, followed by unpaired t-test. Fractured ends of the samples 
were subjected to the SEM analysis. RESULTS. The polypropylene fibers with plasma treatment showed the highest impact strength (9.229 
X 10^ J/m) followed by the plasma treated polyethylene fibers (9.096 x 10^ J/m), untreated polypropylene fibers (8.697 x 10^ J/m), untreated poly- 
ethylene fibers (7.580 x 1 0" J/m), silane treated glass fibers (6.448 x 1 0" J/m) and untreated glass fibers (5.764 x 1 0" J/m). Also the surface treat- 
ment of all the fibers has shown the significant improvement in impact strength. Findings of the SEM analysis justified the improvement in impact 
strength after surface treatment. CONCLUSION. Reinforcement with the fiber is an effective method to increase the impact strength of PMMA 
denture base resin. The surface treatment of fibers further increases the impact strength significantly. [J Adv Prosthodont 2012;4:30-6] 
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INTRODUCTION 

The material most commonly used for the fabrication of com- 
plete denture is polymethyl methacrylate (PMMA) denture base 
resin. This material is not ideal in every respect and it is the com- 
bination of virtues rather than one single desirable property that 
accounts for its popularity and usage. Despite satisfying 
esthetic demands it is far from ideal in fulfilling the mechan- 
ical requirements of prosthesis. A study by Johnston et al} 
showed that 68% of acrylic resin dentures break within a 
few years after fabrication primarily due to impact failure. Many 
approaches have been used to strengthen the PMMA denture 
base resin such as incorporation of metal wire.^^ The pri- 
mary problem of using metal wire is poor adhesion between 
wire and acrylic resin matrix. Alternate polymers do exist like 
vinyl acrylic, polystyrene and acrylic styrene, but have not been 
shown to produce dentures of greater accuracy with better per- 
formance."^ Modifications on PMMA by the incorporating a rub- 
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ber phase in the bead polymer has improved the impact 
strength but resulted in increased cost.^ 

The other approach is the reinforcement of PMMA denture 
base resin wifli various types of fibers which include glass fiber/'^ 
sapphire whiskers fiber,^'^ aramid fiber,^'^^ carbon fibers/^'^^ nylon 
fibers^^ and polyethylene fiber.^'^"^'^^ However, these fibers 
break-up the homogeneous matrix of acrylic resin due to 
poor interface between fiber and resin affecting the mechan- 
ical properties. In order to avoid this problem, many studies 
advocating the surface treatment of fibers have been reported 
in the literature.^'^^ Numerous studies^'^^ have been conducted 
on individual reinforced fibers to improve the strength of 
the denture base. It seems that very little work has been car- 
ried out to compare between individual reinforced fibers to deter- 
mine which fiber suits best to improve impact strength of den- 
ture base. 

In view of above observations, a study was considered to find 
out how the strength of acrylic resin can be improved by 
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using fiber reinforcement and whether surface treatment 
affect the impregnation of fiber within the resin matrix. 
Hence, the purpose of this study was to evaluate the effect of 
reinforcement with untreated and surface treated glass, poly- 
ethylene and polypropylene fibers on impact strength of heat 
polymerized denture base resin. 

MATERIALS AND METHODS 

The materials used in the study are mentioned in Table 1 . 
According to ASTM D4812 standard^^ (standard test method 
for un-notched cantilever beam impact strength) metal dies with 
dimensions of 64 mm X 13 mm X 3 mm were fabricated to pre- 
pare the gypsum mold. The specimens were fabricated using 
standard techniques with mixture of monomer and polymer in 
ratio of 1 : 2. 4 by weight. The flask was immersed in an acryl- 
izer (Unident, Mumbai, India) at room temperature for curing. 
The temperature was raised slowly up to 74 °C and held for 2 
hours, then raised to 100°C and was maintained for 1 hour.^^ 
Acrylic specimens were finished and polished. The dimensions 
and quality of each specimen were verified. A total of 70 spec- 
imens were fabricated with 10 specimens for each group (n = 
10). 

The test specimens were grouped as under. 

Group A - Control group (Unreinforced specimens) 

Group B - Reinforced with glass fibers. 

Group C - Reinforced with polyethylene fibers. 

Group D - Reinforced with polypropylene fibers. 

Group Bt - Reinforced with silane impregnated glass fibers. 

Group G - Reinforced with plasma treated polyethylene fibers. 

Group Dt - Reinforced with plasma treated polypropylene fibers. 

For Group B, C, and D specimens, before mixing polymer 
and monomer, 2% by weight of fibers were soaked in monomer 
for 10 minutes in a Petri dish for better bonding of fibers with 
the PMMA resin. After the fibers were removed from the 
monomer, excess liquid was allowed to dry and fibers were mixed 
thoroughly with the polymer powder. Then the specimens were 
fabricated as in control group. 

In case of Group Bt specimens, 2% by weight of glass 
fibers were soaked in silane for 5 minutes and allowed to air 
dry completely before they were dipped in a methacrylate 
monomen^*^'^^ In case of Group C and Dt specimens. Plasma treat- 



ment of polyethylene and polypropylene fibers was carried out 
in the reactor for enhanced adhesion of the fibers to resin matrix. 
2% by weight of the fibers were introduced into the reactor and 
treated with 100 W power for 3 minutes using a flow of 17 X 
10^ mm^ min"^ of O2 gas as plasma carrier. ^'^ The pressure 
inside the reactor was 0.5 torr. The fibers were then soaked in 
monomer for 10 minutes. After the fibers were removed 
from the monomer, excess monomer was allowed to dry. 
Then the polymer powder and fibers were mixed thoroughly 
to disperse the fibers and the specimens were fabricated as in 
control group. 

Each specimen was conditioned in water for 7 days at 37 °C 
and placed in water at 23 °C for 1 hour prior to testing. 
Specimens were labeled at each end prior to testing so that frac- 
tured pieces could be reunited and examined subsequent to test- 
ing. 

Impact strength testing could be carried out on un-notched 
and notched specimens but notching would have cut the 
superficial fibers in the specimens, therefore testing was car- 
ried out on un-notched specimens. Testing was done on Izod 
impact testing machine (Veekay testlab, Mumbai, Maharashtra, 
India) with a pendulum of S2 scale in air at 23 ± 2 °C . Before 
testing, pendulum was released to freely swing in the air to record 
the air resistance (AR) encountered by free-swinging pendulum. 
Air resistance of 0.6 Joules was recorded. The readings were 
taken on S2 scale where pointer was stabilized after swing. The 
specimen was clamped in position precisely (Fig. 1). Pendulum 
was released and reading indicating energy absorbed (EA) to 
break the specimens on S2 scale was recorded. All the spec- 
imens were tested in the same manner. Fig. 2 shows one 
fractured specimen from each group. 

Impact strength of specimen was calculated by using following 
formula - 

Corrected Readings 
Impact strength = 

Where, 

Corrected readings = (EA - AR) in Joules 
W = Test specimen width in meter 
Impact strength = J/m 

One fractured specimen from each group was selected for SEM 
analysis. Specimens were cut 3 - 4 mm in length from the frac- 



Table 1. The materials used in the study 



Material 



1 Heat cured denture base resin 

2 Glass fiber (1 5 to 20 /-«n in thickness fibrillated and 6 mm in length) 

3 Polyethylene fibers ( 1 8 /4n in thickness fibrillated and 6 mm in length) 

4 Polypropylene fibers (10 /rni in thickness and 6 mm in length) 

5 Silane (Chemical name - Methacryloxypropyltrimethoxysilane) 



Trevalon Dentsply; 64001 1112, Germany 

Saint Gobin Vetrotex International; 1263050, Chambery France 

Lotus polytwist (P) Ltd; 21458-32, Daman, India 

Stealth e3, SI Concrete System; 81032, USA 

Z-6030 Dow-Coming; 2530850, USA 
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Fig. 1. Izod impact testing machine with specimen in position. 



mmi 



Fig. 2. Fractured specimens from each group. 



tared end. These cut specimens from each group were mount- 
ed on SEM buttons using double sided sticking, and labeled. 
Mounted specimens were kept in the scanning Electron 
microscope. All the adjustments for focusing the microscope 
were done on the computer screen and the microscopic view 
was observed on the screen. The photographs for each group 
were stored for comparing the different groups. 

RESULTS 

The statistical analysis was performed using appropriate tests 
and statistical software (graphpad quickcals and graphpad prism). 
The data was interpreted at a confidence interval of 95%. The 
means and standard deviation are mentioned in Table 2. 

An ANOVA was used to study whether all fibers rein- 
forcement significantly improved impact strength when com- 
pared to unreinforced group. The null hypothesis (Ho) in the 
present study being tested by ANOVA is that there is no dif- 
ference in impact strength of PMMA resin after reinforcement 
with different fibers. The alternate hypothesis (Hi), in case the 
null hypothesis is rejected, is that there is difference in impact 
strength of PMMA resins after reinforcement with fibers. 
The difference caused may be because of the presence of the 
fibers in the resin matrix. 

The results of ANOVA test are shown in Table 3. The "F" 
value obtained was 172.3 whereas the table value of "F" at 0.05 
level of confidence was 2.84. This analysis revealed that the 
results were statistically significant. Though the difference giv- 
en by one-way ANOVA was significant, this test showed 
only collective results of all the means therefore Dunnett' s post 
hoc test was applied. Dunnett' s post hoc test compared all the 
reinforcement groups i.e. Group B, C and D with the control 
i.e. Group A (Table 4). The results revealed that Group B, C 
and D differed significantly (P<.05) from the control group. 



Table 2. Mean and standard deviation of impact strength of all groups 



No. 


Groups 


Mean(xl02J/m) 


SD 


1 


Unreinforced specimens (control group) 


4.245 


0.1202 


2 


Untreated fiber reinforced specimens 








Group B 


5.764 


0.2764 




Group C 


7.58 


0.8046 




Group D 


8.697 


0.3994 


3 


Sourface treated fiber reinforced specimens 








Group Bt 


6.448 


0.3426 




Group G 


9.096 


0.3864 




Group Dt 


9.229 


0.4714 



Table 3. The results of ANOVA test 



Source of variation 


SS 


Df 


MS 


F- Ratio 


Table value of -F 


Between groups 
Within groups 
Total 


116 

8.079 
124.1 


3 

36 

39 


38.66 
0.2244 


172.3 


2.84 
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Table 4. Dunnett s post hoc test to compare control group with untreat- 



ed fiber reinforced groups 



Groups compared 


P value 


Significance 


A-B 


<.01 


Yes 


A-C 


<.01 


Yes 


A-D 


<.01 


Yes 



Table 6. Results of ANO VA conparing all the untreated and surfece treat- 
ed fiber reinforced groups 

Table 

Source of variation SS Df MS F- ratio . 

value 01 F 

Between groups 1053 5 2U 92.24 145 
Within groups 12.35 54 0.2287 

Total 117.8 59 



Table 5. Results of unpaired t test between Group - B and Bt, C and Table 7. Results of Newman-Keuls post hoc test for multiple compar- 
Ct,andDandDt isons. 



No. 


Groups compared 


Mean 


SD 


T value 


P value 


1 


Group B 


5.764 


0.2764 


4.9137 


.0001 




Group Bt 


6.448 


0.3426 






2 


Group C 


7.580 


0.8046 


5.3710 


.0001 




Group Ct 


9.096 


0.3864 






3 


Group D 


8.697 


0.3994 


2.7229 


.014 




Group Dt 


9.229 


0.4714 









Group B 










Group C 


< 0.001 


Group C 








Group D 


< 0.001 


< 0.001 


Group D 






Group Bt 


<0.01 


< 0.001 


< 0.001 


Group Bt 




Group Ct 


< 0.001 


< 0.001 


>0.05 


< 0.001 


Group Ct 


Group Dt 


< 0.001 


< 0.001 


<0.05 


< 0.001 


>0.05 



This showed that reinforcement with fibers i.e. glass, polyethylene 
and polypropylene increased the impact strength significantly 
Since calculated "F" value was more than the value of 
"F" that was given in the "F" table at difference between the 
classes and at difference within the classes at 0.05 level of sig- 
nificance, null hypothesis was rejected and alternate hypoth- 
esis stating that there was difference in impact strength of PMMA 
resin after reinforcement with fiber is accepted. This showed 
that there was improvement in impact strength after fiber 
reinforcement. 

Individual t' test were performed to compare the mean 
strength of untreated fiber groups with their respective surface 
treated fiber groups. The results of t' test are shown in 
Table 5. The glass fibers treated with silane compound 
enhanced the impact resistance significantly compared to 
the impact resistance given by non-silanized glass fibers (t = 
4.9137, df = 18, i^.OOOl). Plasma treated Polyethylene fibers 
showed impact resistance significantly higher than the untreat- 
ed polyethylene fiber (t = 5.3710, df = 18, P=.0001). Plasma 
treated polypropylene fibers also showed significant difference 
in the impact resistance compared with the polypropylene fibers 
of untreated group (t = 2.7229, df = 18, P=014). This showed 
that there was increase in the impact strength after surface treat- 
ment. 

The ANOVA was performed to compare the impact strength 
of all the fiber reinforced groups i.e. Group B, C, D, Bt, G and 
Dt (Table 6). It is seen that the Group Dt specimens present the 
highest impact strength followed by Group Ct, D, C, Bt, B. 

Though the result of ANOVA was significant Newman- 
Keuls post hoc test for multiple comparisons was applied 
to evaluate the difference of any of the two means (Table 7). 



The results revealed that all the comparisons were statistically 
significant except for group D & G (F>,05) and group G & Dt 
(P>.05). 

The scanning electron micrographs of surface at the fi-actured 
end were taken of representative samples from each group. 
Following observations were revealed. 

• Group A: The SEM view of the fractured end of specimen 
showed rough surface and cracks spread throughout the fmc- 
tured surface (Fig. 3 A). 

• Group B: The SEM view showed rough surface and cracks 
of smaller size than Group A. Glass fibers protruding out fi*om 
the resin matrix and voids formed due to pulled out fibers 
from the resin matrix were also seen (Fig. 3B). 

• Group Bt: The SEM view showed rough surface and cracks 
similar to that in Group B. Glass fibers, which were fi'actured 
cohesively at the plane of specimen fracture, and also few 
protruding fibers were seen. Voids formed due to pulled out 
of glass fibers from the matrix were less in number as 
compared to Group B (Fig. 3C). 

• Group C: The SEM view showed rough surface and cracks 
same as in above groups. Polyethylene fibers protruding 
through the fi*actured end and voids formed due to pulled out 
polyethylene fibers fi*om the resin matrix were also seen (Fig. 
3D). 

• Group G: The SEM view showed similar rough surface and 
cracks. Polyethylene fibers, which were fi'actured cohesively, 
and some protruding fibers were also seen. Voids formed due 
to pulled out of polyethylene fibers from resin matrix 
were less as compared to Group C (Fig. 3E). 

• Group D: The SEM view showed rough surface and cracks 
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similar to that of above reinforcement groups. Polypropylene 
fibers spread throughout the fi^ctured surface and voids formed 
due to pulled out fibers were seen. Particles of the acrylate 
were seen attached to the surface of the fibers (Fig. 3F). 
• Group Dt: The SEM view showed similar rough surface and 
cracks. Polypropylene fibers, which were fi*actured cohesively 
at the level of specimen fi*acture, and some protruding 
fibers were seen. Voids formed due to pulled out of fibers 
fi-om matrix were less as compared to the Group D (Fig. 3G). 

DISCUSSION 

The glass fiber is an inorganic substance. E glass fibers, based 
on alumina-lime-borosilicate composition are considered the 
predominant reinforcement for polymer matrix due to their high 
mechanical properties, low susceptibility to moisture absorp- 
tion, resistance to chemicals, thermal stability and high melt- 
ing point. The other two fibers used in the study were poly- 
ethylene^'^"^'^^ and polypropylene which are the two most com- 
mon members of olefin family. Olefin fiber is a manufactured 
fiber in which the fiber forming substance is any long chain syn- 
thetic polymer composed of at least 85% by weight of ethyl- 
ene, propylene or other olefin units.^'^ These fibers are very light- 
weight, have high strength and modulus, resistant to deterio- 
ration by chemicals, abrasion resistant, resistant to moisture 
absorption, resilient, and not brittle.^*^ Polyethylene fibers, 
because of its natural color and known biocompatibility, 
have been extensively studied for reinforcement in denture base 



PMMA resin over the last two decades.^^ To date, no studies 
have been reported in the dental literature using polypropylene 
fiber for reinforcement in denture base. A polypropylene 
fiber has natural color and good mechanical properties. 
Because of its excellent biocompatibility it has been used in 
general surgery for closure of abdominal wounds and in oral 
and maxillofacial surgery for reconstruction of orbital floor, 
where there are multiple fragment fractures.^" The polypropy- 
lene reinforced specimens provided good surface finish and pol- 
ish. American Composite Manufacturers Association sug- 
gests polypropylene as one of the reinforcement material for 
composite resins. Therefore, polypropylene fibers were also 
used in this study for reinforcement in PMMA. 

The reinforcement groups with untreated glass, polyeth- 
ylene and polypropylene showed statistically significant 
increase in the impact strength compared to the control group 
specimens. This might be attributed to the presence of reinforced 
fibers which carry the load along their length to provide 
strength and stiffness to the specimen in one direction, result- 
ing in higher absorption of energy compared with un-reinforced 
specimens.^^ Increase in impact strength shown by polyethylene 
and polypropylene fibers was much higher than that shown by 
glass fiber This might be attributed to the inherent brittle prop- 
erty of glass compared to polyethylene and polypropylene fibers, 
which have more strength and stiffhess.^^ 

Findings in this study agree in principle with the findings report- 
ed by Smith^^ that had shown improvement in mechanical prop- 
erties after reinforcement by discrete glass fibers in the resin. 




Fig. 3. SEM view of specimens. A: Group A, B: Group B, C: Group Bt, D: Group C, E: Group Ct, F: Group D, G: Group Dt. 
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Vallilttu et al}\ Vallittu and Narva,'' Uzun et al?\ Kim and 
Watts,'^ Karacaer et al?^ are the other authors who are in 
agreement with the increase in impact strength after rein- 
forcement with glass fibers. Increase in impact strength of poly- 
ethylene fiber reinforcement was coinciding with the findings 
reported by Gutteridge^ who studied different weight per- 
centage of polyethylene fiber in chopped form and found 
significant improvement in impact strength and also Ladizesky 
et al?^ who showed improvement in impact strength of poly- 
ethylene reinforced group compared to unreinforced group. 

Glass fibers, polyethylene fibers and polypropylene fibers are 
hydrophobic in nature and have low surface energy so their com- 
patibility with PMMA is poor. Untreated fibers could act as inclu- 
sion bodies in the acryUc resin mixture and instead of strength- 
ening actually weaken the resin by breaking up the homoge- 
nous matrix.^ In order to improve the adhesion between resin 
and the fibers, surface modification has to be done. Some of 
the techniques followed are silane treatment of glass fibers,^ 
plasma treatment of polyethylene fibers using oxygen. Helium 
or Argon gas,'^ chromic acid treatment of polyethylene fibers'^ 
and plasma treatment of polypropylene fibers. The glass 
fibers used in this study were silane treated and polyethylene 
and polypropylene fibers used were plasma treated. 

Table 5 shows the comparison of Group Bt, Ct, and Dt with 
Group B, C, and D respectively. There was significant 
improvement in impact strength after surface treatment of glass 
fibers which may be attributed to the effect of silane coupling 
agent, which chemically bonds inorganic glass fibers to the organ- 
ic resin matrix and may make the mixture more homogenous 
resulting in strong PMMA resin. ^ Improvement in impact 
strength after silane treatment of glass fiber correlates with that 
of the findings reported by Solnit^ and Vallittu.'^ 

There was also significant improvement in impact strength 
of Groups G and Dt compared to Groups C and D, which might 
be because of improved surface energy and surface wettability 
produced by plasma treatment which etches (micro-etching) 
the fibers so that they can bond mechanically with the matrix 
phase.'^ Plasma is a partially ionized gas that contains ions, elec- 
trons and other neutral species at many different energy lev- 
els. Treating a polymer with plasma also introduces the fiinc- 
tional group on the surface of fibers thereby making the sur- 
face polar, which improves the surface energy of the fibers and 
its compatibility with other materials. 

Improvement in impact strength after plasma treatment of poly- 
ethylene fiber coincide with that of Ladizesky et al.,^^ who 
showed increased in impact strength of PMMA after plasma 
treatment of fibers but contradicts Gutteridge^"^ who showed no 
significant difference between untreated and plasma treated fiber 
specimen group. Plasma treatment of polypropylene fiber 
was advocated because of its increased surface energy, wettability 
and compatibility to other materials after plasma treatment. 

When all the fiber reinforcement groups were compared (Table 



6), Group Dt showed highest mean impact strength values fol- 
lowed by Group G, D, C, Bt and Group B. Impact strength val- 
ues of plasma treated polypropylene, plasma treated polyethylene 
and untreated polypropylene groups were approximately 
double to that of unreinforced control group. Thus these 
fibers can be effectively used to reinforce denture base to min- 
imize denture fracture. 

From the literature it appears that reinforcement is optimized 
when fibers are laid down in a strategic fashion, running 
parallel to the surface of denture base. In this way their con- 
tribution to reinforcement is maximized, as fibers at right angle 
to the surface produce no beneficial effect. However, techni- 
cal difficulties of ensuring that fibers were aligned correctly 
might overweigh the possible advantage, by complicating 
the technique to such an extent that it becomes impractical.^ 
This study has showed that a significant effect is produced by 
random orientation of fibers in the specimens. Presumably, some 
fibers are oriented to produce beneficial effect and others 
are of little or no benefit. The ease and simplicity of their inclu- 
sion would make this technique more acceptable for widespread 
use, avoiding the necessity of interruption of packing proce- 
dures and time consuming placement of oriented fibers or woven 
filaments. 

Any increase in fiber incorporation beyond 3% by weight will 
affect the fiow of the dough. 4% by weight of fibers represents 
a large volume of material to be wetted by monomer during mix- 
ing and may produce dry friable dough.^ This will provide no 
beneficial effect on strength. For this reason a standard 2% by 
weight of each type of fiber was added to each specimen in this 
study. 

The SEM of unreinforced specimens showed larger cracks 
for causing the specimen fracture compared to all the fiber rein- 
forced groups where cracks were small. This might be because 
of presence of fibers preventing the crack propagation and change 
in direction of cracks resulting in smaller cracks between 
the fibers. This can be correlated to the increased impact 
strength of fiber-reinforced specimens compared to the unre- 
inforced specimens where there is unobstmcted crack propagation. 

The voids formed due to pulled out fibers from the resin matrix 
were less in the surface treated glass polyethylene and 
polypropylene fibers compared to their respective untreated fiber 
counterparts. This might be because of better adaptation of fibers 
to the resin matrix after surface treatment. Untreated fiber spec- 
imens showed more of the protruding fibers compared to 
surface treated group where fibers fractured cohesively at 
the fractured interface of the specimen which might be due to 
improved adhesion between fiber and resin matrix after sur- 
face treatment increasing adhesive strength between fiber 
and resin matrix above the cohesive strength of fibers. 

The particles of acrylate on the surface of the untreated 
polypropylene fibers compared to the smooth surface of oth- 
er untreated fibers might be because of better adaptation of 
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untreated polypropylene fibers to the resin compared to the oth- 
er untreated fibers. This finding can be correlated to the high 
impact strength of untreated polypropylene fiber reinforced group 
compared to the other untreated groups. 

In the study, each individual reinforced group has pro- 
duced improved impact strength than the control. This tech- 
nique can be clinically used for construction of complete 
dentures and distal extension partial dentures, especially in cas- 
es like patients with poor neuromuscular control. It is advis- 
able to reinforce the denture with polypropylene or polyeth- 
ylene fiber because of its superior impact resistance capabil- 
ity. Further work is clearly required to investigate the effect of 
fibers on oral mucosa, whether or not they project fi*om the resin 
following wear and how various cleaning and polishing pro- 
cedures affect the surface. 

CONCLUSION 

Impact strength is an important property of denture base resin 
and fiber reinforcement is an effective and economical method 
to increase fi^cture resistance of denture bases. The present study 
showed that reinforcement with 2% by weight of glass, poly- 
ethylene and polypropylene fibers substantially increased 
the impact strength of PMMA resin and the surface treatment 
of the fibers fiirther increased the impact strength signifi- 
cantly. Reinforcement with plasma treated polypropylene 
fiber showed the highest impact strength, hence can be used 
clinically to reinforce the denture bases to minimize the den- 
ture fi-acture. The random orientation of the fibers is technically 
easier and can be followed in the dental laboratory routinely. 
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